[Choice and matching of parameters of input and interpolating filters at Kotelnikov's time slicing rate in biological signal amplifiers].
Kotelnikov's transduction errors resulting from the use of standard input signal filters and really realized interpolating filters. A classification of interpolating filters. Five types of the filters were modelled.